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EXPERIMENTAL COMPLIANCE CALIBRATION OF THE COMPACT FRACTURE 
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TOUGHNESS SPECIMEN 

by D ♦ M. Fisher and R. J. Buzzard 
National Aeronautics and Space Administration 
Lewis Research Center 
Cleveland, Ohio 

SUMMARY 

An experimental calibration of the compact fracture toughness specimen 
was performed to provide compliance and stress intensity coefficient values 
over a crack length to specimen width ratio range ( a /W) of 0.1 to 0.8. 
Displacements were measured at the load points, on the load line near the 
crack surface, and at the crack mouth. Load point displacements were ob- 
tained on the specimen loading hole surface central in the load application 
region. This measurement was accomplished by use of loading tubes and point 
gages which registered on the specimen through holes in the tube walls. 

Compliance and stress intensity results were generally in agreement 
with the results of boundary collocation analyses now used for the speci- 
men. Results emphasize the need to use load point displacements rather than 
load line displacements for the det e rminat ion of stress intensity coeffi- 
cients at the lower values of a /W. Use of load line displacement rather 
than load point for energy determination in ductile fracture toughness meas- 
urement techniques would result in understatement of the energy over the 

entire range of crack length ratios investigated. 

\ 

INTRODUCTION 

The compact specimen is well established for the determination of plane 
strain fracture toughness (1). The specimen, with some slight dimensional 
variations from those detailed in reference 1, is now also used for a vari- 
ety of other tests including fatigue crack propagation rate determination as 
a function of the stress intensity factor K (2), and e la sto-plast ic fracture 
analysis by J integral techniques (3). 

The wide range stress intensity (K) calibration for the specimen by 
Srawley (4), which is included in the standard test method, was based on the 
analytical work of Newman (5). Newman* s treatment was an improvement over 
the prior collocation work of Srawley and Gross (6) in that load distribu- 
tions at the loading holes were modeled whereas in the prior analysis they 
were not. The two analyses give essentially the same results for the crack 
length to width ratio ( a /W) of 0.45 to 0.55 specified in the ASTM E-399 
fracture toughness test method. For this range of crack length ratios, the 
crack tip stress fields are far enough from the load that they are not af- 
fected significantly by variations in loading. 

The displacements at the points of load application are those critical 
for the derivation of a specimen's stress intensity (K) calibration or for 
the determination of the energy applied to a specimen in J integral frac- 
ture toughness methods. Experimental verification of the Newman work was 
limited to a comparison of crack mouth displacements with the unpublished 
experimental results of R. T. Bubsey and M. H. Jones of NASA Lewis. Because 
of the increased variety of usage of the compact specimen over wider ranges 
of crack length to specimen width ratios, a more extensive calibration of 
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the specimen was warranted. This calibration was primarily based on load 
point displacements but also included those of the load line and crack mouth 
for comparison. This study was carried out in conjunction with the trun- 
cated round specimen (7). 

STRESS INTENSITY CALIBRATION BY THE COMPLIANCE METHOD 

The compliance method of determining the fracture toughness related 
crack-extension force (^) calibration of a crack specimen type was estab- 
lished by Irwin and Kies (8). A complete discussion of the principle and 
method is found in reference 9. The compliance method is based on the rela- 
tionship: 

ac _ 211 V 

d( a /W) P 2 

where C is compliance, that is, load point displacement (f) per applied 
force (P); a is crack length; W specimen width; and B specimen thick- 
ness. For convenience the compliance is often described in a non-dimen- 
sional form, EfB/P, where E is the material's elastic modulus in tension. 
In practice a series of compliance values is obtained for increasing crack 
lengths with the crack approximated by a saw cut. A fitting function rela- 
ting compliance with the ratio of crack length to width is then determined. 
Differentiation of this function provides the relationship of crack exten- 
sion force to load and specific dimensions for any specimen of similar 
planar geometry. 

-The calibration reported here can be considered as being obtained from 
conditions approaching plane stress since a very small volume of the speci- 
men approximates a plane strain state. A discussion of the relation of 3? 
and K j in regard to the stress state attained in a calibration specimen 
as compared with that treated in an analytical solution is provided in ref- 
erence 9. 

COMPLIANCE MEASUREMENT PROCEDURE 
Specimen 

The compliance specimen of this investigation is shown in figure 1. It 
has the planar dimensional proportions specified in ANSl/ASTM test method 
E-399. Specimen material was 7075-T651 aluminum alloy with an elastic modu- 
lus ( E,) in tension of 7.19x10^ MPa. The crack simulating saw cut was 
0. 61 mm in width. 

Displacement Measurement 

Displacements were measured at three locations: between (a) the load 

points (load point), ( b) the notch surfaces at the loading center line (load 
line), and ( c) the crack mouth knife edges (crack mouth). These points of 
displacement measurement are identified in figure 1. Separate displacement 
gages were used for each measurement. The crack mouth displacement was 
measured with a standard clip gage as detailed in the E-399 test method. 

The load line displacements were measured with a variation of the standard 
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clip gage which had sharp conical points at the beam ends for registry at 
the middle of the specimen thickness. 

In order to minimize any extraneous displacement component in the meas- 
urement of the load point displacements, a special method was developed for 
the determination of the displacement on the specimen itself in the middle 
of the load application area. This method is illustrated in figure 2 and is 
identical to that used on the truncated round specimen (7), Load was ap- 
plied to the specimen with tubes rather than solid pins. The clip gage used 
for these measurements had extra-long arms with conical-point set screws at 
the beam ends. For the load point displacement measurements, the set screws 
protruded through 4.8 mm diameter holes in the loading tube walls and regis- 
tered centrally on the load contact area at the mid thickness of the speci- 
men. 

The loading tubes were aged 300 grade maraging steel with wall thick- 
nesses of 5.4 mm. Outside diameters of the loading tubes were 36.57 mm 
Which complied with the pin diameter requirements of the E-399 test method. 
The clevis loading holes had flat loading surfaces to minimize frictional 
effects. 

Loading Tubes 

In preliminary use of hollow loading cylinders, it was observed that 
sufficient wall thickness was necessary so that the load versus load line 
displacement slope obtained using the loading tubes would be the same as the 
slope obtained using solid loading pins of equal diameter to the outside 
diameter of the tubes. It was assumed that if the load line and crack mouth 
displacement slopes obtained using loading tubes were equal to those using 
solid cylinders, the tubular wall was adequate to ensure that the load point 
displacement determined accurately described that which would occur using 
the solid pins. 

The load versus displacement slopes for the four shortest slot lengths 
in the calibration were determined with both solid loading pins and the 
loading tubes previously described. The slopes agreed within +0.6 to -0.3 
percent (avg + 0.3) at the load line and within +1.0 to -0.4 (avg +0.1) at 
the crack mouth. Because of this agreement, subsequent slope determinations 
for longer slot lengths were made using the loading tubes only. 

Procedure 

Each of the three displacement gages was calibrated prior to and fol- 
lowing a compliance run. Each gage was calibrated over the specific range 
of gage opening it encountered at a particular slot length slope determi- 
nation. Calibrations were made using an extensometer calibrator reading to 
a least division of 0.00127 mm. The gages were calibrated to the XYY' 
recorder channel on which the test displacement was registered. 

Least squares linear regressions were made on all calibrations and the 
observed load-displacement slopes corrected accordingly. This procedure 
eliminated the need for exact adjustment of displacement gage excitation 
voltages with changes in recorder scales or amplifier gains. It also re- 
duced any error which might have occurred due to slight non-linearities in 
the recorder calibrations. 

A single 44.5 kN load cell was used for all compliance determinations. 
Slight modifications in excitation voltage were made based on the applicable 
load range. These adjustments were based on calibration of the load cell 
using a proving ring for loads exceeding 4.45 kN and using a dead weight 
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system incorporating a 10:1 lever arm 1.016 m in length for loads of 4,45 kN 
or less. Load calibrating resistor checks were made prior to every compli- 
ance series. 

Load versus displacement slopes were recorded on XYY 1 pen recorders. 
Four slope determinations were made for each crack length and the last three 
averaged for record. The first loading slope was disregarded in case it 
included irregularities due to load train alignment. A slight residual load 
was kept on the specimen between the four runs. 

RESULTS 

Compliance 

Experimental compliance values for the three displacement locations are 
tabulated in table IA. The dimensionless form of compliance (EfB/P) is used 
where E is the elastic modulus in tension; f is the displacement at the 
load, P; and B is the specimen thickness. Polynomials were fitted to the 
experimental values by Dr. Bernard Gross, NASA Lewis Research Center, and 
the corresponding values obtained from these polynomials are listed with 
their percent variation from the experimental values. The polynomials are 
detailed in table IB. 

Compliance values determined from the polynomials are compared in 
table II with those of Newman (10). These comparisons cover a range of 
a /W from 0.10 to 0.80. This range extends beyond the recommended lower 
limit of the polynomials so that the full range of the experimental values 
could be examined. 


Stress Intensity 

Stress intensity coefficients, KB Vw/p. derived from the polynomial for 
the load point compliances are compared in table III with those of the E-399 
test method wide range polynomial. As in the comparison of the compliances, 
the lower recommended limit of a /W for the analytical polynomial was 
extended to match the larger range of the experimental values. 

Table IV provides a comparison of stress intensity coefficients derived 
from the polynomials fitted to the experimental compliance values for the 
load point and load line data. The agreement is good in the a /w range 
of 0.35 - 0.80, but in the range 0.1 - 0.3 the displacement at the load line 
exceeds that at the load point by an amount which increases as a /W 
decreases, reaching 45.9 percent at a /W =0.1. 

DISCUSSION AND CONCLUSIONS 

The experimental work of this report in general corroborates the ana- 
lytical work of Newman (5, 10) for both compliance and stress intensity val- 

ues. Experimentally derived stress intensity coefficients agree with the 
analytic within +0.2 to -2.7 percent over the 0.2 - 0.8 a /W range desig- 
nated for the analytic solution. Extension of the analytical soution range 
to an a /W of 0.1 so that the full range of experimental work could be 
considered gave stress intensity results differing by under 4 percent. 

A divergence in the experimental and analytic compliance values appears 
at approximately an a /W of 0.30 and increases with decreasing a /W. 

The particular hole modeling analysis used by Newman predicts greater com- 
pliances over this range than those obtained experimentally. Apparently 
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Newman recognized this possibility and established a lower a /W limit of 

0.2 on his work. 

The comparison in table IV of stress intensity coefficients obtained 
from experimental load point and load line displacements emphasizes further 
Newman’s (10) precaution that load point displacements should be used for 
stress intensity derivations particularly when the crack tip is in the prox- 
imity of the loading holes; that is, at an a /w under 0.30 in the case of 
the E-399 test method specimen configuration. 

It is also emphasized that considerable error in the determination of 
energy input to the specimen can result frpm the use of the load line dis- 
placement rather than load point. This is illustrated in table II by the 
differences in compliances measured at the load line and the load point for 
any given a /W. Use of the load line displacement will result in an un- 
derstatement of energy over the entire range of a /W examined. The error 
in energy input is of particular note in the determination of ductile frac- 
ture toughness by J integral methods. The polynomials detailed in 
table IB provide a means for converting load line displacements to load 
point. 
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Figure L - Compact compliance specimen. 



Figure 2. - Schematic of load displacement measurement 
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